[New portable spectrometry recording system].
The variations of environmental gamma radiation flux were observed by using a new portable spectrometry recording system for 1 year. Spectrum analyses by the response matrix method have provided much information, and the artificial contribution can be separated from natural back ground dose by using the Th-method or the three component method.